Filter for microliter volumes.
The construction of a filter for 1-30 microliters volumes of liquid is described in detail. It is a modification of the readily available Millipore Swinex filter made by adding parts constructed from PE20 Intramedic tubing which are formed in a heated die. The die can be constructed easily in the laboratory.